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. .| Jes where determined.) Unmarked items must be corrected before using instrument.

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY received  3/2/14-cd

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORT 47
| REVIEWED

By Carol Day at 2:12'pm,'Mar 14,2014

Complete this report in duplicate at the time of the regular monthly preventative maintenance‘checﬂl
Send copy to Department of Health and Senior Services; retain original in department file.

ALCO SENSOR IV 8N PRINTER SN DATE OF INSPECTION
094803 007.3584.348 0272472014
| TIME OF INSPECTION

LOCATION OF INSTRUMENT (STREET AND CITY) B
303 E. 3rd Street Joplin (ERO Unit 2242) oo 12:21 pm
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-

] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL})

m TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PRCPERLY

i1 TIME AND DATE DISPLAYING PROPERLY

BREATH ALCOHOL ACCURACY STANDARDS

E SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER GUTH LAB Lot # 13210 EXP. DATE 07/29/2015

m SIMULATOR TEMPERATURE (34°C + 0.2°C)

340  SIMULATOR SN __SD3001  sSIMULATOR EXP DATE 07/10/2014

E CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using-a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
lsss. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) .
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 2w (008 ) TEST 2w (99

TEST 1 = pog

RFI DETECTOR OPERATING

INRICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE HEPOFIT
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-09) O (10-14 O (15-19) O (over.19) O

List any new parts and describe any alteration or modification that was mads to restore the instrument to operate satisfactorily an_d within
established limits (use other side if necessary). .

INSPECTING OFFICER .
- PRINT NAME

3 Zy ﬂ/ ) Brett Davis

(417) 623-3131

230157/ 08-14-2015

Breath Alcohol Program, MO Department of Health and Senior Services, Southeast District Office

2875 James Boulevard
Popiar Bluff, MO 83901 )
: LAB-114

Return completed report to the:

MO 580-185t (6-10) AN EQUAL OPFORTUNITY/AFFIRMATIVE ACTION EMPLOYER
: sarvices provided on a nondiscriminatory besis
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CERTIFICATE OF ANALYSIS. .

..:VCéj‘_-t‘if‘i.Q(_i Aicbﬁ;o} _""Réifqg'e'_q_ce ':SQ__Iﬁtfi:ori-f'(:)i'_"l-S'_i‘v_:m_‘_ixl__at;of

of

I Random : amples of Lot Number 13210
| Al 'ohol Referefxce Solutwn =°or Slmuiator were analyzed by |
| chromatograp' y on July. 31, 2013 usmg a Perkm EImer Gas Chﬂomatograph
system XL 3"610N9o30209 ‘and : fourid ‘4o coniain 0.121 6% (w/vol)

' th-l a!cohol Th 3 explrahoh date for [hlS Iot

nube:r is July.29,2015 at, 11: 59 PM

When used m a cahbrated Slmulator, operatmg at o

224 _th;s sals ci: ','!J giv eath alcohol '

L IR X i

. % T v .7 'i‘/'
: ané!ysxs mstrument teadmg -of 0100 g1210L +/- 3%

The aicohol and water used m thxs solutmn we

‘,_fl_'e"

s Ted L. Pauley, -
GUTH LABORATORIES INC .

NIST Traceabrl:ty:; S . ]
Tésting was conducted zis:ng Cer:ll:anr Referer:'ce Standard lot number FNIZZ,?II 02 whose B
valyes are: draceable to NIST. -
Allbalances aré calibrated ammally by an, amsm’e agency u.s'mg NI.S'T rraceable we:ghts
prior. ta eack use. uuhzmg NIST rraceabie we:ght:. - -

-Calibratioh- verj{ﬁcanon is danei
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